4 MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVIGES
7\ STATE PUBLIC HEALTH LABORATORY
Wi} BREATH ALCOHOL PROGRAM [

DATAMASTER MAINTENANCE REPORT

RECEIWVED e
By Carot Day at 10:14 am, Fab (3, 2014

Complste this report at the time of tha reguiar monlhly preventive mainlenance check (nol 1o exceed 35 days).
Comptate Ihis report whenever Ihe instrument is servicad or fepairad and whenever it Is placed into servica.
Retain the original and send a copy within 15 days lo the Braath Alcohol Pragram, DHSS.

BATAMASTEA SN

204164

NAME OFf AGERCY
Cass Co, SO, Harrsonville

DATE CF INSPECTION
01/27/2014

LCCATION OF INSTRUMENT {STREET AND (#1134

TIME OF INSPECTION

2920 North Shamrock Road, Jefferson City i1.00

CHECKLIST: Place a mark in the box by each item il found to be salisfaclory or if operaling within astablished limils, (Wrile in abserved values
whete delermined.} Unmarked tams must be corracted befors using instrument.

»] DIAGNOSTIC CHECK (PRINTQUT ATTACHED)

DATE AND TIME {from printout) 01/27/2014 @ 11:00

il compuTER DETECTOR

PROGRAM 7] FILTERS

HEATERS SAMPLE CHAMBER wo°C 7] QUARTZ STANDARD

FLOW DETECTOR ] CALIBRATION

¥ PUMP HIGH SPEED ) PRINTER
/] INDICATOR LIGHTS
W SIMULATOR SOLUTION SUPPLIER _ Guth Laboratories LLOT#_ 13060 EXP DATE _ 02/04/2015
M SIMULATOR TEMP (34°C + 0.2°C) +34.00°C SIMULATOR SN DR5382 EXP. DATE ____12/10f2014

] CALIBRATION CHECK - {ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

Run theee tesls using a standard solution. All 1hree 1esls must be within £5% of the standard value and must have a spread of ,005 or
less. Mark the box corresponding to the slandard solution being used. {PRINTOUT ATTACHED)

[]0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
[10.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
3] 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

040 040

TEST | = TEST2 w TEST3 w 040

W PERFORM R.F). TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-04) 0 (05-08) O (10.14) O OVER.19 0

LISTANY REW PARTS AND OESCRISE ANY ALTEAATION OR MODIEICATION THAT WAS MADE TO RESTORE THE INSTRYMENT TO QPERATE BATISFACTORILY AHD WITHIN ESTAGLISHE D LILITS
{USE OTHER SIDE IF RECESSARY),

Replaced breath tube, Cleaned five-way valve assembly. Replaced sheared five-way valve ratatning screw. Replaced one loosened set screw at five-way
vaive solenold assembly and repositioned piston solenoid for proper five-way valve engagement. Blew sampla chamber with compressed air. Replaced printer
ribbon. Measured and adjusted vollages {o electronics whese necessary.

o 115-.19) 0

INSPECTING OFFICER .- -

PRINT FULL HAME

SIGNATURE .
¥ 00t }TAC Dawayne D. Carver
FYPE Il PEAMT NursadxeRaTidh oA g N TELEPHONE NUMBER

230101 05/28/2015 {573) 751-4722

RETURK COMPLETED REPORT TO THE: Brgath Alcehol Pragram, MO Beparment of Health and Senior Services, Southeas!| District Office

2875 James Blvd. . :
Poplar Bluff, MO 63901 |

LAD-11;

1D 540-1468 12 €A} A ECUN TPPOATURTYZAF RIRAATIVG ACT:ON EWRLOYER

warvieds prreded oa @ sordTen iy bess



® .
@6 GUTH LABORATORIES, INC.

£90 NORTH 67th 8TREET ® HARRISBURG, PA 17111- 4511 ¢ TELEPHONE: T{T564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13060 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on February 7, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209; and found to contain
0.0482% (w/vol) ethyl alcohol. The expiration date for this lot
number is February4,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this soiution will give a' breath alcshol
- analysis instrument reading of 0.040 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

——

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC,

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FN120110-04 whose
values are iraceable to NIST,

All balances are calibrated annually by an outside agency using NIST traceable welghts.
Calibration verification s done prior to each use utilizing NIST traceable weights.



FA-C_E THIS SIDE DOWN - THIS EDGE IN FIRST

i 0
i, ¢ L
~t
—t T
& Gl i , -
g ! : H
a‘; vl m D e - -.._ e -.._ - - i E
— . H ¥ L Wi T I - T S
T P L s =7 ] e i e o S e = 3
kv T Q L e [ i Fine} i [} e} F [} WG e .
g = o IV p
=2 g% H ¥ N/ 3
~ L!& Vm [ L0 2
T o = } = 03 . [ =
w— & IS};"_'LJ ] o FPL I ) 53
ol = wa e B i = RF &
- b = oA - wi
0.8 e R & o 1/ §i
o o = Gl 1e [N ol
o = = in _l " = BT &;
uJ [22 IV ¥ E:: [vis x o | I T 51
g = = o TR i3 - - Bt
= i = I Py [ = xa + R e =1
oM o i N = b e = = EIR A <
=B t 5o T EX = O B 1y &
el i woo I e D= R T o i
3 B i ¥ R B & w0 e N B 214
3 1T L = 47 Ly [ i ) i LR < 21
e 5 A T T < - N wE D Z @
= | o S VA I B TS TT R S < S =t &
(& & B L ® ooLXT W o 4 5 Bl g
X = = mE o FZili o= . L T oA ol 2
" ] 14 bt — ol A} ~t =t [ ~ = T S ¥
DA VIR o TR Vi s~ T TR - I A : T o E g
) - - o 6 -
! © B -ES
I o] 88

BLAMK TEZT

FACE THIS SIDE DOWN THIS EDGE IN FIRST
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Evidence Ticket
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